Method of preparation and application of small quantities of semi-solid topicals.
Quantifying with accuracy small amounts of semi-solid viscus materials is critical in some situations. A sample dish and loading device for a micropipette is described which permits efficient and accurate loading and dispensing of microliter quantities. This is especially valuable for dealing with small quantities of radiolabelled viscus materials.